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When operating the hand controls, the portable lift LED indicates a yellow and blue light and an 
audible alarm will repeat 4 beeps (0.5s apart) x2 cycles.
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Additional Context 
and Actions

When this scenario occurs, it 
means that either one or 

both batteries aren't holding 
charge as expected

Replace the batteries as a pair


