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When operating the hand controls, the portable lift LED indicates a red and blue light and an 
audible alarm will repeat 6 beeps (0.5s apart) x2 cycles.

Key:

Question Action
Component 

Replacement
Supporting 
Document

Additional Context 
and Actions

Are the batteries plugged 
into the PCB? NO Plug the battery cables back 

into the PCB port

Is there any damage to the 
battery and/or the battery 

wiring?
YES Replace the batteries as a pair

NO

If the batteries and wiring are 
intact and connected, the PCB 

must be damaged and requires 
replacement

Unresolved?

YES


